[Rheologic investigation of electrode gels].
Nine electrode gels have been investigated 6 of them are used in hospital pharmacies of this country. The results were compared to properties of two gels from abroad, the recommended electrode gel has been developed on this basis. Character of formed gel structure has been studied by flow curves and structural forces have been numerically characterized by determining the parameters of the function made linear. By determination of electric conductivity the proposed Carbopol gel has been found suitable not only to supersonic tests but also to ECG and may be to EEG.